Introduction
============

Assessment of liver fibrosis is essential for prediction of prognosis and complications, to decide on treatment strategies, and to monitor disease progression and response to treatment. The introduction of transient elastography (FibroScan) to measure liver stiffness[@b1-hmer-5-043] has dramatically improved the noninvasive diagnosis of fibrosis.[@b2-hmer-5-043]--[@b6-hmer-5-043] Liver stiffness is obtained rapidly within 10 minutes, with high reproducibility in more than 95% of patients.[@b7-hmer-5-043]--[@b9-hmer-5-043] Cutoff values have been established that enable allocation to histologic stages of fibrosis with high accuracy. Thus, a cutoff value of 12.5 kPa has been widely accepted for discrimination between liver fibrosis (F1--3) and cirrhosis (F4), with liver stiffness values below 6 kPa considered to be normal.[@b5-hmer-5-043],[@b6-hmer-5-043] However, correct disease-specific classification of fibrosis is still under discussion. This is mainly due to the fact that various conditions other than fibrosis are able to increase liver stiffness significantly. The most important disorders are inflammation or liver damage,[@b10-hmer-5-043]--[@b12-hmer-5-043] congestion,[@b13-hmer-5-043] and cholestasis,[@b14-hmer-5-043] along with variables such as food intake,[@b15-hmer-5-043] mastocytosis,[@b16-hmer-5-043] pregnancy,[@b17-hmer-5-043] and amyloidosis.[@b18-hmer-5-043],[@b19-hmer-5-043] Assessment of liver fibrosis in a more complex setting, ie, with coexisting inflammation, is presently a matter of extensive debate. While some authors recommend use of disease-specific cutoff values,[@b20-hmer-5-043] we and others have proposed algorithms that consider these individual factors or sequential measurement of liver stiffness after potential interventions, such as alcohol detoxification or treatment with diuretics in patients with heart failure.[@b5-hmer-5-043],[@b13-hmer-5-043],[@b14-hmer-5-043],[@b21-hmer-5-043]

One limitation of transient elastography in assessing liver stiffness is the fact that a significant proportion of patients have either measurement failure (about 5%) or so-called unreliable measurements, mainly due to obesity (about 15%).[@b20-hmer-5-043],[@b22-hmer-5-043] Thus, liver stiffness measurements are increasingly limited in a large proportion of the general population given that obesity is a major health problem, as evidenced by an increase in the mean body mass index (BMI) by 0.4 kg/m^2^ per decade between 1980 and 2008.[@b23-hmer-5-043] To cope with these challenges, a novel probe, known as the XL probe, has recently been developed for use in obese patients. This probe differs from the conventional M probe by using a more sensitive ultrasound transducer, a lower frequency, a larger vibration amplitude, a deeper focal length, and a greater depth of measurement.[@b24-hmer-5-043] The XL probe allows measurement of liver stiffness in significantly more patients, including those who are obese,[@b24-hmer-5-043]--[@b27-hmer-5-043] and comparable diagnostic accuracy has been found for both probes in patients with histologic fibrosis stages F3 and F4.[@b28-hmer-5-043] So far, the XL probe has been studied exclusively in obese patients, and at least two reports have demonstrated consistently lower liver stiffness values for the XL probe as compared with the M probe.[@b24-hmer-5-043],[@b27-hmer-5-043]

In this study, we directly compared both probes in liver phantoms and in a large cohort of patients from various centers in an attempt to elucidate these discrepancies further in nonobese patients. We did not attempt to obtain liver histology for nonobese patients without liver disease in this study because this issue has already been addressed elsewhere.[@b24-hmer-5-043]--[@b27-hmer-5-043] Our major aims were to confirm the discrepancies between the two probes in various settings, to identify the underlying causes for these differences, and to define adjusted cutoff values for the novel XL probe. Because both probes were used at the same ultrasound session within 15 minutes of each other, all the aforementioned conditions modifying liver stiffness were kept as constant as possible. Our findings indicate that the XL probe consistently produces lower liver stiffness values that require adaptation of the cutoff values for interchangeable interpretation.

Materials and methods
=====================

Patients
--------

In total, 371 patients (144 women and 227 men) of mean age 50.8 ± 13.1 years from Germany and Canada were consecutively enrolled from 2009 to 2012 ([Table 1](#t1-hmer-5-043){ref-type="table"} and [Figure 1A](#f1-hmer-5-043){ref-type="fig"}). The Canadian cohort consisted of 242 patients with successful liver stiffness measurement using both probes.[@b26-hmer-5-043] This cohort included adults aged \>18 years with chronic liver disease of any etiology and a BMI \> 28 kg/m^2^ who had undergone percutaneous liver biopsy. The German cohort included 129 patients from the Salem Medical Center at the University of Heidelberg. The same inclusion and exclusion criteria were applied, except that a larger proportion of nonobese patients (67.4%) with a BMI ranging from 15.8 to 72.4 kg/m^2^ were included. In addition, the German cohort contained more patients with cirrhosis and alcoholic liver disease (see [Table 1](#t1-hmer-5-043){ref-type="table"}). There were no significant differences between the two cohorts with respect to gender, median liver stiffness, and waist circumference. Liver stiffness was measured using both the M probe and the XL probe, and anthropomorphic parameters, such as hip and waist circumference, and ultrasound parameters were obtained at the same time. Morphologic and biological data (eg, skin-liver capsule distance) were assessed before each examination using an ultrasound scanner. The study was approved by the local ethics committees. Feasibility analysis was done for all 371 patients, but correlation between liver stiffness values obtained by the M probe and the XL probe as well as analysis of discordant measurements were performed in 165 patients (see [Figure 1A](#f1-hmer-5-043){ref-type="fig"}) who had reliable liver stiffness values using both probes (see criteria outlined below) and liver stiffness values \<75 kPa (the detection limit of the Fibroscan device).

Measurement of liver stiffness
------------------------------

Liver stiffness was measured by transient elastography, which has already been described in detail elsewhere.[@b1-hmer-5-043] The tip of the probe transducer was placed on the skin between the ribs and the level of the right lobe of the liver. A minimum of ten measurements was obtained, and the results are expressed as median liver stiffness in kPa and the interquartile range. Characteristics of the M and XL probes, respectively, are as follows: central ultrasound frequency 5 mHz versus 3.5 mHz, ultrasound transducer focal length 35 mm versus 50 mm, tip of the external diameter of the probe 9 mm versus 12 mm, vibration amplitude (peak to peak) 2 mm versus 3 mm, and measurement depth 25--65 mm versus 35--75 mm. Examinations were performed by trained and experienced operators. The maximum number of attempts was set at 20 under difficult conditions (eg, severe obesity). Liver stiffness values were divided into three categories, as described recently, ie, failure, no liver stiffness obtained; unreliable liver stiffness values, success rate \<60% and/or interquartile range for the M probe \>30%; reliable liver stiffness values, success rate \>60% and interquartile range for the M probe \<30%.[@b16-hmer-5-043]

Degree of steatosis by ultrasound
---------------------------------

Every patient in the German cohort underwent regular routine abdominal ultrasound prior to measurement of liver stiffness, and the degree of steatosis was estimated semiquantitatively based on comparison with the kidney cortex using the following four stages: 0 = no steatosis, 1 = mild steatosis, 2 = pronounced steatosis, and 3 = fatty liver. The mean steatosis grade was 1.1 ± 1.0.

Phantom model
-------------

To compare the physical properties of the M and XL probes directly, phantoms mimicking liver tissue were created using a mixture of styrene-ethylene/butylenestyrene copolymer and mineral oil, as recently described.[@b29-hmer-5-043] The phantoms had three different degrees of stiffness (4.8, 11, and 40 kPa) covering a broad range of fibrosis stages (F0, F3, and F4, respectively). A specifically programmed transient elastography mode allowed us to perform these measurements without applying any pressure on the surface of the phantom.

Statistical analysis
--------------------

Receiver operating curve analyses were performed to define the criteria predicting failure of liver stiffness measurement with each probe. The cutoff values to predict measurement failure, such as BMI, were calculated from these receiver operating curves using the maximum product of sensitivity and specificity. Correlations between liver stiffness and biological parameters were done using Spearman's correlation coefficient (regression coefficient r, r^2^, *P*). All *P* values were two-sided. Differences were considered to be statistically significant at *P* \< 0.05. Agreement between measurements obtained using the different probes was assessed by Bland--Altman plot and Passing--Bablok regression analysis.[@b30-hmer-5-043],[@b31-hmer-5-043] Consistency of agreement between the probes was calculated by dividing the number of patients with an identical fibrosis classification for both probes by the total number of patients. Statistical analysis was performed using PASW Statistics version 18.0.0 (SPSS Inc, Munich, Germany).

Results
=======

Feasibility and contributing factors
------------------------------------

Liver stiffness was not measurable in six (1.6%) of the 371 patients using the XL probe and in 55 patients (14.8%) using the M probe, as shown in [Figure 1B](#f1-hmer-5-043){ref-type="fig"}. None of the six patients with measurement failure using the XL probe could be measured with the M probe. The XL probe also yielded more reliable measurements than the M probe (74% versus 67%). Despite these advantages of the XL probe, additional use of the M probe increased the overall number of reliable tests from 73% to 84%. In addition, the M probe produced a smaller interquartile range (21% versus 32%), which is an advantage in longitudinal follow-up (data not shown). Using receiver operating curve analysis, we then studied the factors that determined measurement failure by transient elastography in more detail ([Table 2](#t2-hmer-5-043){ref-type="table"}). Skin-liver capsule distance, hip circumference, waist circumference, and BMI were the best indicators of whether a reliable liver stiffness value could be obtained. Thus, a BMI \> 33 kg/m^2^, a waist circumference \>114 cm, a skin-liver capsule distance \>20 mm, and a body weight \>89 kg were used as cutoff values for predicting failure of liver stiffness measurement using the M probe. However, it should be noted that ten patients were not measurable with the M probe despite being nonobese; failure of liver stiffness measurement in these patients was mainly due to existence of a specific type of subcutaneous fat tissue in which propagation of ultrasound waves is poor. Of the six patients not measurable with the XL probe, four had a BMI \> 30 kg/m^2^ and the remaining two patients were nonobese. Of note, the maximum BMI that was measurable with the XL probe was 71 kg/m^2^. Taken together, the XL probe enabled more successful and reliable measurements independent of BMI status. However, use of both probes increased overall performance.

Liver stiffness values between the two probes were highly correlated in liver phantoms and patients
---------------------------------------------------------------------------------------------------

First, we compared the XL and M probes directly in copolymer phantoms representing three stages of fibrosis, ie, 4.8, 11, and 40 kPa. An excellent correlation was found between the two probes (r = 0.98, *P* \< 0.001). We next performed correlation analysis in the 165 patients with reliable liver stiffness results for both probes. [Figure 2A](#f2-hmer-5-043){ref-type="fig"} shows a scatter plot of liver stiffness obtained by the M and XL probes and Passing--Bablok regression. Liver stiffness values were highly correlated, but the correlation was significantly smaller as compared with the phantom data (r = 0.82 versus 0.95, *P* \< 0.001). Passing--Bablok regression showed a slope of 0.763 (95% confidence interval 0.718--0.808) with an intercept of 0.696 (95% confidence interval 0.334--1.042). Thus, the XL probe consistently yielded lower liver stiffness values of around 80%. Separate regression analysis for the German and Canadian cohorts showed no significant difference with regard to the slope, despite the differences with regard to etiology and BMI (not shown). The Bland--Altman plot based on the percent differences ([Figure 2B](#f2-hmer-5-043){ref-type="fig"}) confirmed that the M probe resulted in higher liver stiffness values, with a mean of 13.1%. This discrepancy between the two probes was noted over the entire liver stiffness range, and Passing--Bablok regression could not identify significant differences between low and high liver stiffness values. In summary, comparison of the M and XL probes show excellent correlation, but a consistently smaller liver stiffness of 80% with the XL probe. The XL probe yields LS values which are consistently lower at about 80% of the values measured with the M probe.

Factors determining inconsistency between the XL and M probes
-------------------------------------------------------------

Using Spearman rank correlation, we first determined the factors associated with the percent difference in values obtained between the XL and M probes. As shown in [Table 3A](#t3-hmer-5-043){ref-type="table"}, this percent difference was significantly correlated with the skin-liver capsule distance, BMI, body weight, and waist and hip circumference. Interestingly, the percent difference correlated only with liver stiffness obtained by the M probe but not by the XL probe ([Table 3B](#t3-hmer-5-043){ref-type="table"}). No differences were observed between the two probes, when an artificial liver phantom was used, but the differences are observed in real patients. Indeed, only liver stiffness for the M probe correlated well with the difference in skin-liver capsule distance ([Table 3B](#t3-hmer-5-043){ref-type="table"}). [Figure 3](#f3-hmer-5-043){ref-type="fig"} also shows the percent difference between the two probes as a function of the difference in skin-liver capsule distance, indicating that the M probe overestimates liver stiffness, namely at differences in skin-liver capsule distance greater than 20 mm (see right upper panel). Interestingly, in the German cohort, the degree of steatosis, as estimated semiquantitatively by ultrasound (stages 0--3), also correlated well with the percent discrepancy between the two probes.

We next studied elastographs in detail for patients whose measurements differed at least by 30% between the M and XL probes. Almost four times as many patients were overestimated by the M probe as compared with the XL probe (37 \[22.4%\] versus 11 \[6.6%\]). Moreover, mean liver stiffness in the 37 patients with higher values using the M probe than the XL probe differed markedly (13.1 kPa \[M probe\] versus 8.3 kPa \[XL probe\]). For 23 cases (62%) in this subgroup, the fibrosis classification changed by one stage, and by two stages in one case. A typical pattern could be identified in the elastographic images of these misclassified patients, ie, in all cases, the M probe included subcutaneous fat in the region of interest measured and/or yielded a scattered, angulated, or broad shear wave, probably due to the effects of diffraction. As shown in a representative elastograph in [Figure 4A](#f4-hmer-5-043){ref-type="fig"}, the regression algorithm for the Fibroscan device when used for calculation of the resulting liver stiffness values clearly preferred the left rim of the shear wave, with the higher velocity eventually leading to overestimation of liver stiffness. In contrast, the XL probe yielded a well defined shear wave ([Figure 4B](#f4-hmer-5-043){ref-type="fig"}) and correctly calculated liver stiffness in all of these patients. In summary, these findings strongly suggest that the M probe consistently overestimates liver stiffness, especially in patients with a large skin-liver capsule distance and in those with pronounced steatosis. The consistently overestimated liver stiffness using the M probe is mainly due to overestimated assessment of shear wave velocity and not a distortion of the shear wave itself.

Adapted cutoff values for the XL probe improve agreement between the two probes
-------------------------------------------------------------------------------

We next analyzed how the consistent discrepancy between the probes affected the classification of fibrosis and whether revised cutoff values for the XL probe could increase the concordance of fibrosis classification between the two probes. [Table 4A](#t4-hmer-5-043){ref-type="table"} shows the classification according to F0--4 fibrosis stages using the conventionally established cutoff values for the M probe (F0, \<6 kPa; F1--2, 6--8 kPa; F3, 8--12.5 kPa; F4, \>2.5 kPa).[@b4-hmer-5-043] Using these cutoff values, there was agreement between the two probes in 108 patients and disagreement in 57 patients, and by two fibrosis stages in one case. This resulted in a quite good overall agreement of r = 0.665 between the two probes with regard to classification of fibrosis ([Table 4C](#t4-hmer-5-043){ref-type="table"}, lane 1). We then adjusted the cutoff values for the XL probe using a slope factor of 0.76 as identified in [Figure 2A](#f2-hmer-5-043){ref-type="fig"} by Passing--Bablok regression analysis. Correction of liver stiffness and XL values yielded a diagonal scatter plot without consistent discrepancy (data not shown). Using these novel cutoff values for classification of fibrosis ([Table 4C](#t4-hmer-5-043){ref-type="table"}, lane 2), the number of patients showing agreement increased dramatically from 39 to 50 for advanced fibrosis (stages F3--4). By consistently changing the cutoff values and calculating the agreement in a reiterating procedure (see [Table 4C](#t4-hmer-5-043){ref-type="table"}), we eventually identified improved cutoff values for the XL probe (5.5, 5.5--7, 7--10, and \>10 kPa for F0, F1--2, F3, and F4 fibrosis stages, respectively). These cutoff values were rounded up for practical reasons. The revised cutoff values improved the overall agreement from 0.655 to 0.679 and agreement for the advanced fibrosis stages from 0.769 to 0.805. The lower panel of [Table 4B](#t4-hmer-5-043){ref-type="table"} shows the allocation table for these cutoff values. Taken together, the adapted cutoff values for the XL probe increased the overall agreement between the two probes with regard to classification of fibrosis.

Discussion
==========

In this study, we compared the ability of the novel XL probe and the conventional M probe to measure liver stiffness in a large multicenter cohort of 371 patients. In contrast with previous studies,[@b24-hmer-5-043]--[@b28-hmer-5-043] we included a larger proportion of nonobese patients and liver phantoms, rather than obtaining liver histology. In general, the more powerful XL probe results in significantly fewer measurement failures and more reliable liver stiffness measurements, even in nonobese patients. In our study, the XL probe consistently produced liver stiffness values which were about 80% lower in patients, whereas both probes measured identical liver stiffness values in liver phantoms. Previous[@b24-hmer-5-043],[@b26-hmer-5-043],[@b27-hmer-5-043] but not all[@b25-hmer-5-043] studies have identified a similar relationship. Subanalysis of underlying factors for this discrepancy and direct elastographic analysis showed that the M probe consistently overestimated shear wave velocity under conditions of pronounced steatosis and a skin-liver capsule distance. Finally, we demonstrated in this large and heterogenous study population that adapted cutoff values improves agreement in classification of fibrosis between the two probes. Notably, these cutoff values are independent of the underlying etiology of liver disease.

There are several potential reasons for the discrepancy in measurements obtained by the M and XL probes. First, there could be a simple technical difference, in that the two probes differ markedly with respect to their energy and ultrasound frequency. However, in our experiments using copolymer phantoms, the M and XL probes yielded identical results over a wide range of stiffness values. Second, liver stiffness could be higher in the subcapsular region of the liver due to the increased matrix proximal to the liver capsule. However, consequent deviations of shear waves in the subcapsular region are typically not observed, and no such liver stiffness changes close to the liver surface have been observed using three-dimensional elastographic approaches, such as magnetic resonance elastography.[@b32-hmer-5-043] Another reason for overestimation of liver stiffness using the M probe could be the simple fact that the measuring depth starts too early and the measuring range is too short. This has recently been reported by Myers et al[@b26-hmer-5-043] through direct comparison with histologic fibrosis scores. Indeed, in our study, it can be observed in most elastographs that the initial shear wave is much faster when penetrating the skin-muscle region, causing diffraction artifacts when entering the liver. When we tried to identify factors that correlated significantly with the discrepancy between the two probes, two major observations were made. First, the percent difference between the two probes depended only on the liver stiffness obtained using the M probe but not using the XL probe. Second, only the liver stiffness obtained using the M probe correlated with skin-liver capsule distance, and overestimation became more likely at a skin-liver capsule distance higher than 20 mm. These findings, in association with the absolute agreement of the two probes in the phantom studies, strongly suggest that the shorter measuring depth of the M probe is critical and affects the liver stiffness value. Of note, the M probe failed to calculate the shear wave velocity correctly, and consequently overestimated liver stiffness in all elastographs from patients who showed a discrepancy greater than 30% between the M and XL probes.

Nevertheless, the skin-liver capsule distance does not explain completely the discrepancy between the M and XL probes. The M probe significantly overestimated liver stiffness when only considering patients with normal BMI \< 25 kg/m^2^ and those with a skin-liver capsule distance \<25 mm, which is in contrast with earlier findings.[@b26-hmer-5-043] What else other than skin-liver capsule distance could explain the persistent discrepancy between measurements obtained using these two probes in nonobese patients? As demonstrated in [Table 3B](#t3-hmer-5-043){ref-type="table"}, and to some extent surprisingly, the degree of steatosis obtained by ultrasound also contributed substantially to the discrepancy. This could mean that fatty liver itself could cause scattering artifacts of the shear wave and eventually cause overestimation by the less energetic M probe.

We eventually identified novel cutoff values for the XL probe that enabled consistently improved classification of fibrosis stage and better agreement for all fibrosis stages. Although our data suggest that the XL probe more closely represents true stiffness in the human liver, we opted to adapt the XL cutoff values because those for the M probe are well established and widely used. In addition, we believe that very large histology-based study cohorts would be required to confirm these differences because of the high sampling error with liver biopsies.

What are the implications of our results for transient elastography in daily practice? First of all, in contrast with what is recommended by the manufacturer and proposed elsewhere,[@b25-hmer-5-043] the two types of probe could be used interchangeably as long as revised cutoff values are used. The XL probe could be used tentatively first-line in obese patients. According to the results of our study, it could also be used successfully in nonobese patients, although the interquartile ranges are generally smaller using the M probe in such patients. Importantly, we strongly recommend use of the same probe once a patient has been measured successfully with one probe in the past, to keep the longitudinal sample error to a minimum. We also suggest that patients should be measured with the alternative probe in cases of measurement failure and also in the event of unreliable measurements. Data from this study indicate that approximately 30% of patients may benefit from this approach, ultimately achieving reliable liver stiffness values. Although the XL probe improves the success rate and reliability of liver stiffness measurement, the availability of both probes improves the overall performance further. Finally, the M probe is still preferred for longitudinal follow-up of individual patients because it consistently produces smaller interquartile ranges.

This study, which was performed in a large multicenter cohort of obese and nonobese patients with variable etiology of liver fibrosis demonstrates that the XL probe is more successful and yields more reliable but consistently lower liver stiffness values. The reasons for this consistent discrepancy are related to the shorter measuring range and penetration depth of the M probe in obese patients and also to the degree of hepatic steatosis present. Given that the cutoff values for the M probe are well established, the optimized cutoff values for the XL probe presented here should improve agreement between the two probes.
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![Study design (**A**) and overall results (**B**) of comparison between the M and XL probes.\
**Abbreviation:** LS, liver stiffness; n, number.](hmer-5-043Fig1){#f1-hmer-5-043}

![Passing--Bablok regression (**A**) and Bland--Altman (**B**) plots comparing the M and XL probes. (**A**) Significant lower liver stiffness values of around 80% are obtained using the XL probe over the whole measuring range. (**B**) The consistently lower liver stiffness values obtained using the XL probe were confirmed using the Bland--Altman plot, which shows the percent difference between liver stiffness values for both probes against the mean of both measures. The signal-to noise ratio improves at higher liver stiffness values, but no significant differences are observed between low and high liver stiffness.](hmer-5-043Fig2){#f2-hmer-5-043}

![Scatter plot of percent difference of liver stiffness values between the M and XL probes as a function of skin-liver capsule distance. Because higher liver stiffness values are obtained with the M probe, more dots are found in the right panel. The M probe overestimates liver stiffness, especially in obese patients with a difference in skin-liver capsule distance of more than 20 mm (left upper panel).\
**Abbreviation:** LS, liver stiffness.](hmer-5-043Fig3){#f3-hmer-5-043}

![Representative elastograph obtained by the (**A**) M probe and (**B**) XL probe for a patient whose liver stiffness measurements differed markedly between the two probes. (**A**) The M probe yields a scattered broad shear wave, probably because of the effects of diffraction. The regression algorithm for the Fibroscan device clearly preferred the left rim of the shear wave with the higher velocity, eventually leading to an overestimation of liver stiffness. (**B**) In contrast, in all patients, the XL probe yielded a well defined shear wave and correctly calculated liver stiffness.](hmer-5-043Fig4){#f4-hmer-5-043}

###### 

Patient's characteristics

  Characteristics                                       German cohort (n = 129)   Canadian cohort (n = 242)                 
  ----------------------------------------------------- ------------------------- --------------------------- ------------- -------------
  Demographics                                                                                                              
   Male                                                 72 (55.8%)                                            117 (48.3%)   
   Age years                                            53                        20--85                      50            18--74
  Anthropometrics                                                                                                           
   Weight (kg)                                          80.0                      42.0--174.0                 93.7          56.0--149.0
   Size (m)                                             1.72                      1.46--1.93                  1.70          1.38--2.00
   BMI (kg/m^2^)                                        26.9                      15.8--72.4                  32.0          28.0--52.0
   \<25                                                 40.3                                                  0.0           
   25--29.9                                             27.1                                                  15.3          
   30--40                                               19.4                                                  76.0          
   \>40                                                 13.2                                                  8.7           
  Liver disease etiology                                                                                                    
   Viral                                                0.0                                                   42.0          
   ALD                                                  36.4                                                                
   NALD                                                 22.5                                                  46.0          
   Other                                                39.5                                                  12.0          
   Waist (cm)                                           102.0                     72--165                     108           86--150
   Hip (cm)                                             100.0                     82.5--170                   104           83--133
   Waist/hip ratio                                      0.98                      0.80--1.35                  1.04          0.88--1.28
  Ultrasound parameters                                                                                                     
   Skin-capsula distance without pressure (mm)          19.8                      10.9--55                                  
   Skin-capsula distance with pressure (mm)             18.5                      9.8--52.6                   21.9          10.0--34.6
   Liver size middle axillar line (cm)                  14.0                      8.0--26.0                                 
   Spleen size (cm) transient elastography (SM probe)   10.0                      8.0--18.3                                 
   Liver stiffness (kPa)                                6.0                       2.1--75.0                   8.4           2.7--75.0
   IQR                                                  0.9                       0.0--30.5                   1.4           0.0--26.9
   Success rate (%)                                     90.0                      10.0--100.0                 76.9          0.0--100.0
  Transient elastography (XL probe)                                                                                         
   Liver stiffness (kPa)                                5.7                       2.1--75.0                   6.9           2.7--75.0
   IQR                                                  1.4                       0.0--39.8                   1.2           0.0--24.3
   Success rate (%)                                     100.0                     10.0--100.0                 100.0         45.5--100.0
  Blood tests                                                                                                               
   AST (IU/L)                                           75                        14--348                     43            30--61
   ALT (IU/L)                                           70                        5--771                      55            36--87
   GGT (IU/L)                                           268                       7--1886                     51            30--104
   AP (IU/L)                                            116                       33--970                     81            65--101
   Bilirubin (mg/dL)                                    1.5                       0.1--24.7                   0.6           0.5--0.9
   Quick (%)                                            100.7                     12--120                                   --
   INR                                                  1.02                      0.76--2.50                  1.00          1.00--1.10
   Platelets (×10^9^/L)                                 217                       64--402                     207           161--313

**Note:** *P* \< 0.005 indicates a significant difference between the two cohorts.

**Abbreviations:** BMI, body mass index; IQR, interquartile range; ALD, alcoholic liver disease; NALD, non-alcoholic liver disease; AST,asparagine aminotransferase; ALT, alanine aminotransferase; AP, alkaline phosphatase; GGT, gamma glutamyltransferase; IQR, interquartile range; INR, international normalized ratio.

###### 

Parameters affecting the ability of the M probe to measure liver stiffness

  Variable of test                              Area    Standard error   Asymptotic significance   Asymptotic 95% confidence interval   
  --------------------------------------------- ------- ---------------- ------------------------- ------------------------------------ -------
  Skin-capsula distance without pressure (mm)   0.925   0.026            0.000                     0.874                                0.977
  Skin-capsula distance with pressure (mm)      0.907   0.034            0.000                     0.840                                0.973
  Waist (cm)                                    0.823   0.062            0.000                     0.702                                0.944
  BMI (kg/m^2^)                                 0.805   0.074            0.000                     0.660                                0.950
  Waist/hip ratio                               0.801   0.062            0.000                     0.679                                0.924
  Hip (cm)                                      0.769   0.078            0.001                     0.615                                0.922
  Weight (kg)                                   0.729   0.074            0.004                     0.585                                0.874
  Ascites (mm)                                  0.569   0.084            0.379                     0.405                                0.734
  Size (m)                                      0.368   0.084            0.095                     0.203                                0.533

**Note:** Area under the receiver operating characteristic curve were determined for various morphometric factors that may determine the measurability of liver stiffness by the M probe.

**Abbreviation:** BMI, body mass index.

###### 

Morphometric parameters that correlate with (**A**) the discrepancy between the M and XL probes and (**B**) liver stiffness as measured by the M and XL probes

  Parameter                               Percentage difference M versus XL probe                                                                    
  --------------------------------------- ----------------------------------------------------- ---------------------------------------------------- -----
  (**A**)                                                                                                                                            
  LS (M probe)                            0.388[\*\*](#tfn7-hmer-5-043){ref-type="table-fn"}    2.86E-12                                             302
  Skin-capsula distance (mm)              0.274[\*\*](#tfn7-hmer-5-043){ref-type="table-fn"}    1.20E-06                                             304
  BMI (kg/m^2^)                           0.268[\*\*](#tfn7-hmer-5-043){ref-type="table-fn"}    2.05E-06                                             304
  Weight (kg)                             0.267[\*\*](#tfn7-hmer-5-043){ref-type="table-fn"}    2.34E-06                                             304
  Waist (cm)                              0.185[\*\*](#tfn7-hmer-5-043){ref-type="table-fn"}    1.50E-03                                             292
  Steatosis degree ultrasound (0.1.2.3)   0.352[\*\*](#tfn7-hmer-5-043){ref-type="table-fn"}    1.56E-03                                             78
  Hip (cm)                                0.173[\*\*](#tfn7-hmer-5-043){ref-type="table-fn"}    2.50E-03                                             304
  Size (cm)                               0.126[\*](#tfn6-hmer-5-043){ref-type="table-fn"}      2.83E-02                                             304
  LS (XL probe)                           −0.116[\*](#tfn6-hmer-5-043){ref-type="table-fn"}     4.36E-02                                             302
                                                                                                                                                     
  **Parameter**                           **LS (M probe)**                                      **LS (XL probe)**                                    
                                                                                                                                                     
  (**B**)                                                                                                                                            
  Percentage difference                   00.388[\*\*](#tfn9-hmer-5-043){ref-type="table-fn"}   −0.116[\*](#tfn8-hmer-5-043){ref-type="table-fn"}    
  M versus XL probe                                                                                                                                  
  BMI (kg/m^2^)                           0.320[\*\*](#tfn9-hmer-5-043){ref-type="table-fn"}    0.185[\*\*](#tfn9-hmer-5-043){ref-type="table-fn"}   
  Hip (cm)                                0.278[\*\*](#tfn9-hmer-5-043){ref-type="table-fn"}    0.202[\*\*](#tfn9-hmer-5-043){ref-type="table-fn"}   
  Steatosis degree ultrasound (0.1.2.3)   0.505[\*\*](#tfn9-hmer-5-043){ref-type="table-fn"}    0.308[\*\*](#tfn9-hmer-5-043){ref-type="table-fn"}   
  Skin-capsula distance (mm)              0.254[\*\*](#tfn9-hmer-5-043){ref-type="table-fn"}                                                         
  Weight (kg)                             0.251[\*\*](#tfn9-hmer-5-043){ref-type="table-fn"}    0.133[\*](#tfn8-hmer-5-043){ref-type="table-fn"}     
  Waist (cm)                              0.228[\*\*](#tfn9-hmer-5-043){ref-type="table-fn"}    0.135[\*](#tfn8-hmer-5-043){ref-type="table-fn"}     
  Waist/hip ratio                         0.155[\*\*](#tfn9-hmer-5-043){ref-type="table-fn"}    0.149[\*](#tfn8-hmer-5-043){ref-type="table-fn"}     
  Age                                     0.125[\*](#tfn8-hmer-5-043){ref-type="table-fn"}      0.133[\*](#tfn8-hmer-5-043){ref-type="table-fn"}     

**Notes:** (**A**) Liver stiffness using the M probe and the liver-skin capsule distance correlate significantly with this discrepancy.

*P* \< 0.05

*P* \< 0.01. (**B**) Only liver stiffness measured using the M probe correlated with liver-skin capsule distance. The degree of steatosis as determined semiquantitatively by ultrasound was identified as an independent additional factor.

*P* \< 0.05

*P* \< 0.01.

**Abbreviations:** LS, liver stiffness; BMI, body mass index.

###### 

Classification of fibrosis stage by liver stiffness values using (**A**) conventional (M probe) and (**B**) optimized cutoff values (XL probe), and (**C**) agreement between the two probes for the different cutoff values

  \(A\)     \(B\)                                 
  --------- ------- ---- ---- ---- ---- ---- ---- ----
  \<6       61      53   8    51   9    1         
  6--8      40      23   16   1    18   15   7    
  8--12.5   30      1    13   15   1    6    16   8
  \>12.5    34      10   24   4    30             
  165       77      37   26   25   69   30   28   38

  No        Cut-off values for XL probe (kPa)   Agreement   Discrepancy (\>two fibrosis stages)                                            
  --------- ----------------------------------- ----------- ------------------------------------- -------- ------ ------ ------ ------ --- ---
  **(C)**                                                                                                                                  
  1         \<6                                 6--8        8--12.5                               \>12.5   0.65   0.62   0.87   0.77   1   0
  2         \<4.8                               4.8--6.4    6.4--10                               \>10     0.66   0.57   0.82   0.77   4   0
  3         \<6                                 6--8        8--10                                 \>10     0.60   0.62   0.87   0.77   1   0
  4         \<6                                 6--7        7--10                                 \>10     0.66   0.62   0.87   0.81   2   0
  5         \<5.5                               5.5--7      7--10                                 \>10     0.68   0.65   0.87   0.81   1   0

**Notes:** Cutoff values used for classification of fibrosis stages F0, F1--2, F3, and F4 are (**A**) \<6, 6--8, 8--12.5, and \>12.5 kPa and (**B**) \<5.5, 5.5--7, 7--10, and \>10 kPa. No further cutoff value was introduced for fibrosis stages F1 and F2, given that resolution in this low range of liver stiffness was very low because of other confounders. (**C**) Agreement was calculated as the ratio of agreeing liver stiffness values divided by the sum of all liver stiffness values. The left columns describe the chosen cutoff values for fibrosis stages F0--4 derived from [Table 4B](#t4-hmer-5-043){ref-type="table"}. The revised optimized cutoff values (lane 5) significantly improve agreement for both low and advanced fibrosis stages. The data were calculated from 165 patients with reliable liver stiffness measurements using both probes.

**Abbreviation:** LS, liver stiffness.

[^1]: \*These authors contributed equally to this research
